MISSOURI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT

Complete this report in duplicate at the fime of the regular monthly preventive maintenance check, and whanever instrument
is repaired. Send copy to Department of Health; retain original in department file.

RECEIVED * mso
By Carof Day af 8;14 am, Kar 04, 2od0

. DATAMASTER SN - . . DATE OF INSPEGTICN
AOUE 0O2-25-10
LOGAT[ON'OF INSTRUMENT (STREET AND CITY} . TIME OF INSPECTION
(007 A . ecM ST, Roced Mo bSOl - (437 443

CHECKLIST: Place a chack (v) to the Teft of each Item if found to be satisfactory or if operating within established fimits. (Write
in observed values where determined.) Unchecked items must ba corrected before using instrument.

[ZfDIAGNOSTIC CHECK (PRINTOUT ATTACHED)

[4 comPUTER .. [ perector

[ PROGRAM " rwtens

'O HeaTeRs sampLE cHAmBeR _ 4o (4 QUARTZ STANDARD
[ ¥Low DETECTOR - [ GALIBRATION

[ PUMP HIGH SPEED , - [ PRINTER

_I?leDlCAT'on LIGHTS

['Z(TIME AND DATE

[ SIMULATOR TEMPERATURE (34°C £0.2°C) 3¢ °¢.

¥ GALIBRATION GHEOK -
Run three tests using a standard solution. All three tosts ‘'must be within = 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding to the standard solution being used. (PRINTCOUT ATTACHED) (USE
RECIRCULATION PUMP)

gOTWQ%SlANDARD—--MUST—RE—.A-Q—BE—ﬂMEE—N—OA)QS%ﬂHd—GAG&%%INGLQSNE————-'— : ——— e e e
O 0.040% STANDARD - MUST-READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 ™ 099 TEST2 ¥ L O0Y TEST3 ® 097

IZ]/ PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

Ilfi NUMBER ‘OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
 FOLLOWS: (DO NOT-INCLUDE SIMULATOR TESTS)

REFUSALS 3 !(0-.04) ll(.os-.og) & I(.1o'-.14) & I(.15-.19) 7] (Over .19) |

List any new parts. and describe any alteration or modification that was- made to restore the instrument to operate satisfaotorily
and within established limits (use other side if necessary)
PSTROME LD it Y 0:0€er 21 FoeTH 1550087 D. 0.

MADOEACTVRED ¢ REFCO MARKET LG, (DC. /CO.JCEW?OA).' « {00 /LOT“O?OOI / ExD. DATE : 04-22~ {1

2 INSPECTING OFFICER ' -

SIG% PRINT NAME
yedl L~ obee £ (eiperd L. MG@ELQC)/
TYPE Il PERMIT NUMB EXPIRATION DATE / ) PHOWNE NUMBER
 §A0077/ 62-6 -/0 ' {73 J08-/2(3
MO 530-1468 (5-04) . , AN EQUAL OPPORTUNITY/AFFIRMATIVE AGTION EMPLOYER . ) Lab.~116

services provided on & nondiseriminatony beais



REPCO MARKETING INC.

3101-128 STONYBROOK DRIVE
RALEIGH. NC. 27604
9 2-B876-5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 09001
EXPIRATION DATE: April 22,2011 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:
RepCo Marketing, Inc. manufactured, tested and supplied Lot
Number _09001 of Alcohol Certified Solution for simulators. Random

samples of said lot number were analyzed by an independent laboratory
utilizing a gas chromiatograph and found to contain _.1214 gms/dl +/-.003
gms/dl wi/vol ethanol (95% Confidence). '

The alcohol ar{d distilled water used in the solution were found to be
frec of any mterfermg substance.

This solution w1ll produce a vapor alcohol value of 100 +/—3%
gms/210L Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius
in a simulator (95% Confidence).

The date of manufacture for this lot numher 13 April 23. 2609,
The expiration date for this lot number is April 22, 2011
at 11:59 p.m. _

This document is a true representation of the original Certificate of

Analysis. A
! J .

Cecil B. Garner, President
RepCo Marking, Inc.

Form RM (2



FACE THIS SIDE DOWN - THIS EDGE N FiFIST e
- BAC DataMaster :
- Evidence Ticket

STATE OF MISSOURI
ROLLA POLICE DEPARTHENT

EAC DHTHHHSTER SERIAL NUMBER 221186
AR2-25-18

ARREST TIME: 14:08
SUBJECT HAME:
MOBERLY/KENMETH-L =
DOR: 11/36/63 SEX: M
STATE-/DLL.¢ MO 494385265
ARRESTIMG OFFICER:
MOBERLYKENHETHL
-OFFICER I.D.: 998 :
TESTING OFFICER:
MGBERLY/KEHHETH/L
DFFICER I.D,¢ 998 .
- PERMIT HUMBER: 828077
" EXPIRATION DATEY 82-86/18
HISCELLHHEGUS DATH:
. MOMTHLY R:F.I. TEST

——~ BREATH ANALYSIS ~—-
BLHHK TEST - SR Yo" 14151

© INTERNAL STAMDARD - ° VERIFIED 14354
RADIO INTERFERENCE

OPERATOR smnmuns%ﬂ ~7 %M _

CARD STK#  REORDER ALL SUPPLIES FROM N.PAS.
80036 2260 NORTH MAIN, MANSFIELD, OH 44903 419-526-8727 (NPAS)

ISP T




FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster
- Evidence Ticket

STATE OF MISSOURI
ROLLA POLICE DEFARTHEMT

BRC DATAMASTER SERIAL HUNBEE 261186
BRs25/ 18

TEATIME OFFICER:
MOBERLY ~KEHMETH-L
OFFICER T.D.t 993
PERMIT HUMEER: 320877
EXPIRRTION DATE: #2-26-18
MISCELLANEOUS DATH:
MOHTHLY MRIMTEHRMCE

~—~ ZUPERMISOR MODE ---

BLANK TEST : .688 14143
THTERMAL ETAHDARL YERIFIED 145143
EXTERMAL ETANLARD L e 14144
BLAMK TEST . B8 1444
EXTERMAL STRHMDARRD L E@TE 14: 45
ELAMK TEST B 14145
EXTERHAL STAMDARD @97 14246
sy BLAMK TEST B0 14346
—
H = X
ZIM, = .1
VG, = .89%
OPERATOR SIGNATURE ‘M = \%’M

CARD STK #. RECQRDER ALL SUPPLIES FROM N.PAS.
60036 2260 NORTH MAIN, MANSFIELD, OH 44803 419-526-6727 (NPAS}




FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster
- Evidence Ticket

STATE OF MISSOURI
ROLLA POLICE DEFARTMENT

PAC DATAMASTER =ERIAL NUMBER 281156
R 2510
14137
——— DIAGHOSTIC CHECK ——-
COMPUTER: EAY

PROGRAM <84-07-2883): OKAY

HEATERS
SHUPLE CHAMBER: - 49
FLOW DETECTOR: KRY
FUNP
HIGH SPEED: OKAY
DETECTOR: | oAy
o FILTERS: QERY
] QUARTZ STRANDARD: OKRAY
CALIERAT L0 OKAY

FRINTER TEST
TR 2 ek, —, SB1E34EETE0 § {=2PBABCIERG
HIJELMHOPRESTUYMRYZL 1" abedefghidk Inno
porstuusyz iy '

OPERATOR 81GNATURE~30/ '

CARD STK # REORDER ALL SUPPLIES FROM N.PAS,
60036 2260 NORTH MAIN, MANSFIELD, OH 44303 419-526-6727 (NPAS)




State of Missouri |
DEPARTMENT OF HEALTH

PER MIT
TYPE Il

KENNETH MOBERLY

Is hereby authorized to instruct and supervise operators, train Iinstructors, inspect,
calibrate, perform fleld repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcohollc content of blood from a sample of expired (alveolar)
alr. Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

_02/26/08 __pae Sl
Number 820077 i “ﬁ‘ s,*k

L _W:{i — I
s 02/26/2010 —oo s

Dirgotor, Depariment of Health
MO 580-0771 (7-88) Lab, 4 (R7-89)



IN THE CIRCUIT COURT OF PHELPS COUNTY, MISSOURI
' ASSOCIATE DIVISION

STATE OF MISSOUR], Plaintiff )
Vs, ' ) Case No.
)

, Defendant

AFFIDAVIT PURSUANT TO SECTION 490.69ﬁ RSMo

Before me, the undersigned authority, personally appeared Kewon e L., Medegey .
who, being by me duly sworn, deposes as follows: My name is . IQ onetd L. MoBEUY ,
I am of sound mind, capable of making this affidavit, and personally acquainted with the facts herein

stated:
Iam a “Type II Breathalyzer Operator,” authorized by the Missouri Départment of Health to
carry out maintenance checks on a breathalyzer, and T am the custodian of the records of the breathalyzer

for the Rolla Police Depart:ﬁent, Rolla, Missouri, Attached-hereto are pages of records kept by the

Rolla Pbﬁce Department, Rolla, Missouri, in the regular course of business of the Rolla Police
Department, Rolla, Missouri, for an employee or representative of the Rolla Police Department, Rolla, '
Missourj, with knowledge of the act, event, ;:oncjition, opinion, or diagnosis recorded to make the records
or fo transmit infon:_nation thereof to be included in such record; and the records was made at or near the
time of the act, event, condition, opinion, or diagnosis. - The records attached hereto are the original or

exact duplicates of the original.

7.
Affiant

In witness whereof 1 have hereunto subscribed my name and affixed my official seal

this & day of M arch ,_RO|D

My Commission Expires:

5-18-13 | W, sonnsum
I O My Commission Expiras
éta.NSQgﬁV_sig : May 18,2013
—,% ¥ PhelpsCounty
B Sommisavn 409480467




